How to consider animal data in tDCS safety standards

Keywords:
tDCS
Safety
Dose
Charge density
Current density
Stimulation duration

Dear Editor,

We thank Chhatbar and colleagues for the editorial commentary [1] on the original paper “Safety parameter considerations of anodal transcranial Direct Current Stimulation in rats” [2]. We would like to respond to their itemized concerns:

1) We agree that both electrode current density and stimulation duration are commonly used factors for measuring tDCS, but they are among many others that influence the safety of tDCS. We also understand the simplistic appeal of electrode charge density as a “catch-all” measurement because it integrates current density and time (in seconds rather than minutes) and is easy to quantify even across animal and human studies [3]. But reliance solely on charge density as a safety measurement assumes a trivial relationship between any possible combination of stimulation time and current intensity while ignoring all other factors — for example, simply doubling the current intensity does not necessarily decrease the maximum duration before an identical injury occurs by half. Rather, Jackson et al. directly demonstrate that electrode current density threshold (and so charge density threshold) varies with montage [2] and animal model [4] proving a more nuanced approach to safety is required.

2) Work by McCreery et al. using short pulsed, charge-balanced stimulation with implanted micro-electrodes is indeed “elegant”, but we would refer to a comprehensive analyses of electrochemical safety [5] to avoid extrapolating these results to non-invasive, sustained direct current [6].

3) By cleaning the cranium, Liebetanz et al. likely also removed periosteum. However, the presence of the periosteum is less pivotal than a myriad of other factors such as an animal weight, sex, montage, and stimulation polarity — all of these factors would influence (the reliance on a simple) electrode charge density threshold for injury. We agree with Chhatbar et al. that any animal model of tDCS safety is subject to its methodology, and Jackson et al. included a computational model of current flow to support interpretation. In most cases, methodological caveats makes safety predictions from animal models conservative [6].

4) We agree with Chhatbar et al. that by relying only on charge density as a metric, the thresholds we report are greater than Liebetanz observed [7]. But consider the experimental design of Jackson et al.: using a 60-min duration is conservative to detect possible injury at shorter stimulation durations, assuming the current density threshold for injury monotonically decreases with stimulation duration.

5) Chhatbar et al. correctly note that 2 A/m² is above electrode current densities that are used in conventional sponge-pad tDCS, but 2 A/m² is in line with High-Definition tDCS [9–13] and so represents a conservative comparison for brain injury. We do not understand the implication by Chhatbar et al. that the ratio of human to rat brain volume supports a ~2000-fold safety factor; a large brain does not tolerate higher intensities per se, and the lesions from rodent studies [2,7] were observed beneath the electrodes. We refer to published current flow studies in rat and human models.

Even disregarding all points above, we do agree with the assertion by Chhatbar et al. that “by expressing tDCS dose levels as current density … reached an incorrect conclusion regarding safety limits for the animal brain”. This conclusion relies on accepting electrode charge density as singularly relevant for tDCS safety, which apparently makes our reporting of electrode current density “incorrect”. We respectfully note that by “mathematically demonstrated”, Chhatbar et al. mean “multiplication” rather than inference...
or proof. This multiplication is applied without regard for explicitly stated variations across animal models, including factors where evidence undermines the reliance of only electrode charge density. In the context of developing safety standards, confusing arithmetic with a demonstration of safety is a dangerous numbers game. The methods, and so results, of Jackson et al. should not be conflated with work by Liebetanz and colleagues — but rather carefully contrasted.

Jackson et al. report both the methodology and resulting data in the animal brain, specifically where current density was varied, going so far as to contrast varied electrode montages and simulate current flow. Jackson et al. qualified their conclusions, which may err on the conservative side (reasonably given the subject matter) and emphasized: “translationally meaningful animal TDCS safety models must be carefully rationalized.” Given general limitations of animal models [4] and unknowns about injurious mechanisms and dynamics, we would not agree with the implicit assertion that the evidence presented by Jackson et al. on reduced electrode safety parameter considerations of anodal transcranial Direct Current Stimulation in rats. Clin Neurophysiol 2017;120(6):1161–7.


Mark P. Jackson

711th Human Performance Wing, Air Force Research Laboratory, Wright Patterson AFB, OH 45433, United States

Department of Biomedical Engineering, The City College of The City University of New York, CDI Building, 85 St. Nicholas Terrace, New York, NY 10031, United States

Marom Bikson*

Department of Biomedical Engineering, The City College of The City University of New York, CDI Building, 85 St. Nicholas Terrace, New York, NY 10031, United States

David Liebetanz

Department of Clinical Neurophysiology, University Medical Center Göttingen, Georg August University, Göttingen, Germany

Michael Nitsche

Department of Psychology and Neurosciences, Leibniz Research Centre for Working Environment and Human Factors, Dortmund, Germany

* Corresponding author.

E-mail address: bikson@ccny.cuny.edu (M. Bikson).

8 August 2017

Available online 18 August 2017