The steps outlined below are an example of UV-C cabinet implementation; workflow may be modified to the local context and should be approved by relevant regulatory bodies. No warranties are implied and workflows are used at your own risk. “Mask” denotes N95 respirator. This method may possibly be used for surgical masks, however data on surgical mask decontamination via UV-C and impact on surgical mask performance are sparse – results on bioburden reduction are preliminary, internal, and unpublished. PPE & hand hygiene best practices must be followed at all times. Additional information available at covidppeguide.com/uvc-decon.